A rare Mechanical prosthetic valve dysfunction.
A rare case of mechanical prosthetic valve dysfunction in mitral position. The mechanical valve opened once every two cardiac cycles. We also found the opening time of the mechanical valve in aortic positions was long and short alternately because of the Left ventricular volume changed every cardiac cycles.